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 Abstract–We performed laboratory investigations of the image 
quality for in-line phase contrast micro tomography dedicated 
to the breast, using a 3D breast phantom. We employed the 
cone-beam, microfocus (7-micrometer focal spot size) computed 
tomography (CT) scanner developed in-house for investigation 
of high resolution, absorption based, and phase contrast based, 
X-ray imaging of the breast for cancer diagnosis, at dose levels 
comparable to two-view mammography. CT slices were 
reconstructed (FDK algorithm) from phase contrast projection 
images as well as from phase retrieved projections (ANKAphase 
algorithm), under the assumption of spatially uniform 
distribution in the object volume of the ratio of the X-ray optical 
coefficients of the sample material, at the effective energy of the 
X-ray beam (80 kV, HVL = 6.11 mm Al). Microcalcifications 
were best visible after phase retrieval, down to 0.23 mm size.  
I. INTRODUCTION
HASE CONTRAST imaging dedicated to the breast has been 
the subject of extensive research by various groups in 
recent years [1]. Adopting phase contrast detection, 2D and 
3D techniques as mammography, breast tomosynthesis as 
well  breast CT have been investigated. Most research is 
focused on the use of grating-based techniques, including 
phase contrast interferometry and phase contrast differential 
imaging, but which technique offers the best tradeoff for 
clinical implementation, is still matter of investigation.  
We have developed a cone beam CT scanner dedicated to 
the breast [2, 3], which employs a microfocus X-ray tube and 
a high resolution detector: it permits to exploit, at least to 
some extent, the presence of in-line phase contrast effects in 
the beam propagation from the source to the detector through 
the object, due to the small size of the X-ray source. 
Moreover, it is expected to provide suitable high-spatial 
resolution for improved visibility of microcalcifications.  
In this work, we investigate the performance of this setup 
for in-line phase contrast micro-CT dedicated to the breast, in 
phantom tests. A phase retrieval algorithm applied to 
projections before FDK CT reconstruction produced both 
phase contrast CT and phase CT images of the breast 
phantoms, for visibility tests on masses and 
microcalcifications   
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II. MATERIALS AND METHODS
The laboratory setup for phase contrast cone-beam 
microCT dedicated to the breast (Fig. 1) consisted of a 
microfocus X-ray tube, a high resolution CMOS flat panel 
detector with 50-μm square pixels and 12×12 cm2 sensitive 
area (Hamamatsu mod.C4791CA-02) and a computer 
controlled rotating gantry with variable magnification [3]. 
The X-ray tube (Hamamatsu mod. L8121-03) was operated at 
a constant tube voltage of 80 kV and at a tube current of 
0.125 mA and an exposure time of 106 s. The focal spot size 
was 7 μm. The source-to-object distance was R1 = 576 mm, 
the object-to-detector distance was R2 = 614 mm. The added 
filtration was 0.3 mm Cu and the HVL was 6.11 mm Al.  
The breast phantom (BR3D mod. 020, CIRS Inc., Norfolk, 
VA, USA) (Fig. 2b) consisted of 5 slabs, each 1-cm thick, of 
BR50/50 material simulating 50% glandular breast, with two 
components mixed  to simulate locally heterogeneous 
glandular and adipose tissue distributions; one of the slabs 
contains mass, fibers and microcalcification details. Another 
test object (CIRS mod. 014AD, BR50/50 material, 6 slabs for 
8.5-cm thickness, containing a slab with details) (Fig. 2a) 
was also used, for planar imaging tests of spatial resolution 
and beam hardening evaluations. Projections were acquired 
in magnification (phase contrast condition) and then either 
processed directly with the CT reconstruction algorithm for 
cone beam (FDK) filtered backprojection ("phase contrast 
CT"), or passed to a phase retrieval algorithm (ANKAphase) 
[4] based on the Paganin's filter [5] and then to the FDK 
algorithm ("phase retrieval CT"). 
Fig. 1. Photo of the experimental setup. 1) Microfocus X-ray tube; 2) 
CMOS Flat panel detector; 3) rotating gantry. 
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Fig. 2.  a) Homogeneous BR50/50 test object, 8.5-cm thick, including a slab 
with details, for 2D imaging; b) two-components BR50/50 breast phantom, 
composed of five slabs each 1-cm thick; the central slab embeds details for 
3D imaging tests: the region indicated by the black lines is the ROI selected 
for details analysis in figs. 5 and 6.
The phase retrieval algorithm assumes that the sample is 
made of a material with spatial uniform distribution of the 
ratio δ/β, where n(E) = 1 - δ(E) + iβ(E) is the complex 
refractive index of the sample material at the effective energy 
E of the X-ray photon spectrum, δ  is the decrement of the 
real part of n (responsible for the phase shift introduced by 
the sample) and β is the absorption index (proportional to the 
linear attenuation coefficient of the material at energy E). 
Under this assumption, for a locally heterogeneous material 
(e.g. as for the breast phantom BR3D) any contrast shown in 
the phase map comes from the local difference between the 
assumed δ/β value  (calculated with the code XOP v2.3 at the 
effective energy of the X-ray beam) [6] and its actual value at 
the given position in the map. 
Fig. 3. a) Phase contrast projection radiography of the CIRS mod. 014AD 
test object, b) line profile along the resolution bar pattern showing that the 
spatial resolution reaches 7 lp/mm. c) Phase contrast projection radiography 
of the CIRS BR3D breast phantom. Image magnification ≅ 2. d) Zoomed 
image of three microcalcification clusters of the BR3D phantom. 
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 Fig. 4. Logarithmic attenuation measured with the flat panel detector with 
increasing thicknesses of BR50/50 material, showing a linear trend 
(continuous fitting line) which indicates limited influence of the beam 
hardening effect up to 6-cm material thickness. The slope of the linear fit 
indicates an effective attenuation coefficient of 0.241 cm-1 (42.5 keV beam 
effective energy).
III. RESULTS
Figures 3a,b show a planar imaging test with the BR50/50 
test object, which indicates that the system spatial resolution 
in 2D imaging is as high as 7 lp/mm. When the two-
components breast phantom is imaged in a craniocaudal view 
(Fig. 3c), the effects of using a microfocus source and a 
magnification ≅ 2 are visible as an improved visualization of 
border regions between adipose and fibroglandular simulated 
materials, with respect to contact radiography. 
Microcalcification clusters down to 0.230-mm size can be 
detected (Fig. 3c). The average pixel value is exponentially 
dependent on the thickness of the BR50/50 material (Fig. 4), 
indicating a weak dependence on the beam hardening effect 
in this thickness range we note that (the slope of this graph 
shows an attenuation coefficient of 0.241 cm-1 and a 
corresponding beam effective energy of 42 keV). 
Fig. 5.  Phase contrast CT slice of the 3D breast phantom, for 
microcalcification visibility test. Specks down to 0.290 mm are clearly 
visible; the bottom graphs show line profiles across two CaCO3 specks in the 
clusters. FDK reconstruction, 360 views. 
Figure 5 shows the phase contrast CT (a single coronal 
slice and corresponding sagittal view) of the CIRS BR3D 
phantom, where microcalcification clusters of 0.400 and 
0.290 mm are clearly visible. With respect to these CT data, 
phase retrieval (Fig. 6) permits a better visibility of 
microcalcifications (from 0.400 mm to 0. 230 mm), due to a 
higher contrast, at the same level of mean glandular dose 
(estimated MGD = 4 mGy for the 50/50 breast phantom) 
comparable to that of two-view mammography for the same 
compressed breast.  
The present findings show that the use of a microfocus X-
ray tube in a clinically-compatible CT setup dedicated to the 
breast produces some degree of phase-contrast effects in 
propagation based imaging, which can be exploited for an 
improvement in visibility of masses and microcalcifications, 
at mean glandular dose levels comparable to that of two-view 
mammography. A key feature of our apparatus, relying on a 
propagation based phase contrast technique, is its high spatial 
resolution (3.8 mm-1 in the radial direction at 10% MTF) [7]. 
Other approaches for breast imaging use X-ray CT 
interferometric techniques employing more complex setups 
[8], or synchrotron radiation CT at large facilities [9, 10]. 
 Fig. 6.  Phase retrieval CT slice (from the same projections used for fig. 5) 
of the 3D breast phantom; specks down to 0.230 mm can be observed. 
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